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are of people with dementia, and alleviating the burden of their rela-
ives.
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EMSED model
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ntroduction.– A methodological framework for the assessment of assistive tech-
ologies for the autonomy of disabled people is lacking [1]. The outcomes
f these technologies can only be appreciated by a complex multidimensional
ssessment process.
bjective.– We propose a framework integrating the fundamental “values”, as
ell as the stages, of the assessment process.
ethods.– The model is based on three notions–systemic, clinical trials and eva-
uative ethics–and six data sources: bibliography, technological vigilance, usage
tudies, gerontechnology modeling studies, provider’s meeting and practice of
onsulting in gerontechnology
esults.– The assessment model developed involves the essential
imensions of evaluation: Technological–Ergonomical–Medical–
ocial–Economical–Deontological (TEMSED) [2]. The axial block
nvolves these six dimensions, whereas the diachronic axis characterizes four
hronological steps: (1) technical values, (2) relationship between the user and
he device, (3) medical or social practices and outcomes, and (4) diffusion
ptitude. The transitions between phases are also determined according to their
eight in the assessment process.
onclusion.– This model sets a methodological framework aimed at organizing
he large assessment processes which are constantly developing. Each subset of
he axial bloc owns its proper methods, which are complementary [3]. Tested
n smart home technologies [4], TEMSED will be used by the French National
eference Center (CNR) for home care and autonomy [5].
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bjectifs.– TOBI (Tools for Brain-Computer Interaction) est un projet sou-
enu par le programme européen des technologies de l’information et de la
ommunication (European ICT Program Project FP7-224631) qui cherche à
évelopper des applications incorporant l’interaction cerveau-ordinateur et per-
ettant d’améliorer qualité de vie des personnes handicapées et efficacité de
a réadaptation. Cette technologie utilise les signaux EEG pour commander un
ystème binaire.
atients et méthodes.– Les sujets ont une atteinte motrice prédominante aux
embres supérieurs (myopathie, SEP, tétraplégie, amputations, etc.). En imagi-
ant la sensation de trois mouvements (serrement de la main gauche, serrement
e la main droite et élévation des pieds) les signaux EEG enregistrés par
6 électrodes sont analysés et traités pour sélectionner les deux meilleurs.
nsuite, le sujet choisira une application parmi : 1) la communication & le
ontrôle de l’environnement, 2) la substitution motrice, 3) la récupération
otrice, 4) les loisirs.
ésultats.– Depuis septembre 2010, 6 sujets ont participé à l’étude. Deux myo-
athes se sont entraînés à contrôler mentalement un robot (Robotino®) et un
ogiciel de traitement de texte QualiWORLD®. Les performances n’ont pas été
dentiques avec l’un ou l’autre prototype. Deux autres sujets n’ont pas terminé
’entraînement initial à cause du parasitage des signaux EEG par des myoclo-
ies cervicales pour l’un et un bruxisme pour l’autre. Deux autres sujets sont en
ours d’entraînement. Les résultats des 2 premiers cas font l’objet d’une 2ème
ommunication.
iscussion.– Les six sujets sont satisfaits de leur expérience et voient en cette
echnologie un potentiel de développement d’applications. Grâce à une étroite
ollaboration entre les 12 centres partenaires, des améliorations relatives au
ardware et software ont été apportées, permettant une utilisation plus aisée.
our en savoir plus
illán JD, Rupp R, Müller-Putz GR et al. Combining Brain-Computer Interfaces
nd Assistive Technologies: State-of-the-Art and Challenges. Front Neurosci.
010;4: 1-15.
ubler, K-R. Muller. An Introduction to Brain-Computer Interfacing. In: G.
ornhege, J. d. R. Millan, T. Hinterberger, D. McFarland & K.-R. Müller (Eds.),
oward Brain-Computer Interfacing. Cambridge, MA: MIT press.
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ntroduction.– Notre institution est l’un des 12 membres du consortium européen
OBI (Tools For Brain-Computer Interaction) et un des 4 centres d’application
linique, en collaboration avec l’Ecole Polytechnique Fédérale de Lausanne.
près consentement libre et éclairé, les sujets présentant un déficit moteur
mportant aux membres supérieurs s’entrainent à contrôler l’interface cerveau-
rdinateur. Lorsqu’ils réussissent, ils choisissent de conduire un robot mobile
Robotino®) ou d’écrire un texte simple avec l’interface QualiWORLD®. A ce
our, 6 sujets ont participé. Nous présentons les résultats de 2 myopathes, un
omme de 28 ans (S1) et une femme de 33 ans (S2).
bservations.– Avant chaque séance, des questionnaires évaluent la motivation
EVA), l’humeur et l’état psychique (CES-D, QCMBCI2000, EVA). A la fin
e chaque séance, sont mesurés les charges physique, mentale, temporelle, la
erformance, l’effort et la frustration (NASA Task Load Index). Au terme du
rotocole nous vérifions la satisfaction du sujet à propos du prototype (EVA,
UEBS 1.0) et celle du thérapeute (TUEBS 1.0).
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QualiWORLD: http://www.qualilife.com/fr/accessibilite-produits/166-
qualiword.html.Abstract / Annals of Physical and Reh
obotino.– Le sujet déplace le robot sur 3 parcours, d’un point de départ vers
cibles et retour en utilisant a) l’interface, b) un interrupteur. S1 a réalisé plus
apidement le parcours 1 par contrôle mental (323,66 versus 345,37 sec) tandis
ue S2 a une meilleure performance mentale pour les parcours 2 et 3.
ualiWORLD.– S2 écrit par la pensée des nombres de 1 à 5 chiffres et des mots
e 1 à 6 lettres. Elle fait 73 erreurs pour écrire 135 caractères par la pensée. Le
emps nécessaire pour écrire un caractère était de 47,83 sec. Malgré les résultats
n peu décevants, S2 était satisfaite de sa performance.
iscussion.– Les 2 sujets sont satisfaits de découvrir les possibilités de contrô-
er l’environnement par la pensée (interaction cerveau-ordinateur), et se voient
tiliser le prototype testé à domicile. Quelques difficultés persistent : néces-
ité d’un tiers pour utiliser hard-/software ; le temps de latence entre l’ordre
t la réponse de l’appareil. L’interface cerveau-ordinateur ouvre des perspec-
ives intéressantes. Le concept demande encore des améliorations en termes de
erformance et facilité d’utilisation.
our en savoir plus
ualiWORLD : http://www.qualilife.com/fr/accessibilite-produits/166-
ualiword.html.
obotino : http://www.festo.com/cms/fr-be be/11614.htm.
oi:10.1016/j.rehab.2011.07.789
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bjectives.– TOBI (Tools for Brain-Computer Interaction) is a European mul-
icentric project supported by the European ICT Program Project FP7-224631
iming at developing practical technology for brain-computer interaction that
ill improve the quality of life of disabled people and the effectiveness of
ehabilitation. EEG signals are used to control a binary system.
atients andmethods.– The subjects included have a motor deficit predominantly
n the upper limbs (muscle dystrophy, multiple sclerosis, tetraplegia, amputation,
tc.). A 16 channel EEG is used to record the signals evoked by motor imagery
handshaking of either hand, dorsiflexion of feet). The signals are analysed so
s to select the two most reproducible. After training on BCI, the subject will
hoose one or more prototypes to train on:
communication and environment control;
motor substitution;
motor recovery;
ntertainment.
esults.– Since September 2010 six subjects have participated in the study. Two
ith muscle dystrophy trained on controlling mentally a robot (Robotino®) and
text entry program QualiWORLD®. The performances were not identical with
ne or the other prototypes. Two other subjects dropped-out after a few training
essions because BCI signals were altered by either bruxism or involuntary head
ovements. Two other subjects are undergoing BCI training. Results of the first
wo subjects are detailed in another communication.
iscussion.– All subjects were satisfied with their participation to the project.
hey expressed the feeling that BCI can offer much in the future for people with
R
dtation Medicine 54S (2011) e55–e61 e61
evere motor deficiency. The close collaboration between the 12 participating
entres in the project has so far enabled hardware and software improvements
acilitating the use of BCI.
our en savoir plus
illán JD, Rupp R, Müller-Putz GR et al. Combining Brain-Computer Interfaces
nd Assistive Technologies: State-of-the-Art and Challenges. Front Neurosci.
010;4: 1-15
ubler, K-R. Muller. An Introduction to Brain-Computer Interfacing. In: G.
ornhege, J. d. R. Millan, T. Hinterberger, D. McFarland & K.-R. Müller (Eds.),
oward Brain-Computer Interfacing. Cambridge, MA: MIT press
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ntroduction.– Our institution is one of the 12 members of the European TOBI
Tools For Brain-Computer Interaction) and one of the 4 clinics applying the
echnology with patients. We collaborate closely with the Ecole Polytechnique
édérale de Lausanne. After giving their consent, subjects with severe upper
imb deficiency train on the brain-computer interface. Once they succeed, they
an choose either to drive a robot (Robotino®) or to use a text entry pro-
ram (QualiWORLD®). Presently 6 subjects have been enrolled. We present
he results obtained with 2 patients suffering from muscle dystrophy: S1, a
8-year-old male and S2, a 33-year-old female.
bservations.– Before each session, questionnaires evaluating motivation
VAS), mood and depression (CES-D, QCMBCI2000, VAS) were introduced.
fter each session, the NASA Task Load Index provided an overall workload
core based on a weighted average of ratings on six subscales: Mental demand,
hysical demand, temporal demand, performance, effort and frustration. After
he whole protocol was over, the patient’s and therapist’s satisfactions regarding
he prototype was evaluated by VAS and TUEBS 1.0.
obotino.– Both had to drive the Robotono along 3 paths, from a starting point
o 4 targets and back using a) the interface, b) manual switch. The time needed to
erform pathway 1 was shorter with the mental command for S1 (323.66 versus
45.37 sec) while S2 had a quicker mental command for pathways 1 and 3.
ualiWorld: S2 was asked to write mentally 1- to 5-figure numbers and 1- to
-letter words. She made 73 mistakes to write 135 characters. She needed on ave-
age 47.83 seconds to write down one character. In spite of some disappointing
esults, S2 was satisfied with her performance.
iscussion.– Both subjects were satisfied to discover the possibilities to mentally
Brain Computer Interaction) control assistive technology and are eager to use
he technology at home. However, a third person is still necessary for using both
ard- and softwares, and the latency between the command and response of the
rototypes is still long. BCI leads to interesting perspectives. The concept needs
mprovement in performance and easiness to use.
urther readingobotino: http://www.festo.com/cms/fr-be be/11614.htm.
oi:10.1016/j.rehab.2011.07.791
